[Stapedoplasty: one technology, two types of protheses].
The article presents postoperative results of stapedoplasty depending on the type of prosthesis (Teflon or titan). The technique of the operation was the same but snapping the prosthesis around a long process of the incus in application of titan prostheses. Thickness of tephlon prostheses was 0.8-1.0 mm, titan - 0.6-0.8 mm, the length of both prostheses was adjusted individually from 3.5 to 4.25 mm. Efficacy of the prostheses was assessed in 0.125-2 kHz and 3-8 kHz tests.